The effect of rotation of an epidural needle. An in vitro study.
A study using postmortem dura mater demonstrated that rotation of the epidural needle significantly decreases the force required to puncture the dura. It is recommended that epidural needles should not be rotated after insertion of the tip into the epidural space.